TUCSON POLICE DEPARTMENT

CRIME LABORATORY ‘:Dh\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

mspection, and having performed such inspections on Intoxilyzer 5000

7 ? _Serial # G400 (295 _ certifies by her signature:

on /2|04 . with aresult of 0-077¢ AC. 0.6f0 AC.

and on ﬂ?/f‘.?fﬂ‘r‘ _witharesultof 4. 0 7% AC. O.077AC.

this instrument was tested with a known alcohal reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to_0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

Sne Btsr_

75 Irene Doran

twio dates.

ADPS QAS Permit #QAS 293586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this rﬂ{} . day of Feh j”E“E 2004

KCC{"!‘LM~ B el et
Notatly Public j\

Sima COUNTY
cemm Expies Bapl 4. 2004




EZHIBIT Q {03 (0

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY \::{fﬁ(]_
A.A.C. RI-14-404(A)

ARTZEONA DEPARTHMENT OF HEEALTH BERVICES
STANDARD QUALITY ASSURANCE PRQCED?&ES{%M

INTOIILYZER MODEL 5000+

AGENCY Tucson Police  Qa SPECIALIST Lrene Dorz i

Wisse
(Print Name) '
INTOXILYZER SERIAL #7 )@Y pproS LOCATION ;7 E#F A7
DATE_NJ@p . Az ¥9__ 3ot TIME  [{D I
IEP
EZ Display reads "BEEADY TO START" gor "PUSH BUTTON TO START
TES R

TAGNOSTIC ESTS
DVM Test check. Setting should be between 200 and

-600. Mode selectlan switch 52 on, 81 and 83 off or
keyboard menu selection "H". Reading is _, 3k |
EQEIJ Display Test check. Mode selection switch 51 on and

S2
and S3 off or keyboard menu selecticn "V",
AT Printer Test check, Mode selection switch 51, S22, 53
off or keyboard menu selection "P".
gigj Clock time check. Mode sslsction S"i:ch 510 on aor
keyboard menu selecticn "E".

E{Ej Date check. Mode selection switch 511 on or kevboard
' menu selection "E".

CEERATIONAT TESTS
Alcohol free subject Test result 0.000 AC
Error recognition legic system functioning
Invalid test printed
EﬁQKEJ Proper sample recognition systen
“invalid sample printed
~Taficient sample printed
N/A Complateness of sample purge with collsction tubs*=*
/ Calibration standard D.Cﬂﬁ% AC

Results: 0.0 ﬁf&} O.080 AT L///
\I

Instrument operating properly and accurately. YESY NO

COMMENTS :

SIGNATURE M&M Q‘T‘i/{a\?” Y\

o, f’fuﬁ glcochol concentration standard collected for subseguent
analysis.*=

*WITH OR WITHOUT VAPCOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
*%THIE STEP I8 OHNLY:-REQUIRED IF TEIS DEVICE IS BETHG UEED FOR
BAMPLE CAFPTURE.

DHS/DSLS/Form C11i7 (Rev.7-93)
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EXHIBIT P

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404(2)

ARTZONA DEPARTMENT OF HEARLTH EERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 500Q® ﬂ$&

ETANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Poli Date te 10 Time [/

Intoxilyzer serial#/7) o042 25 Location TRIFE F~7C
QA Specialist ?J;Pﬁf Do) | Killisse
(Print Hame)

Lﬁ@fj 1. Pour a standard alcochol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
standard value: 0. (: AC

g@ﬂf} 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

(fF) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

(J5) 4. attach simulator to the simulator entrance port on the
Intoxilyzer.

Mﬁgjtﬁﬁa 5. Intoxilyzer 5000 display reads "READY TO START" or
npIsSH BUTTOHY.

ﬂﬁfhﬂﬁ] §. Push Start Test button or press enter on keyboard.
e 7. 1Insert card in response to display.

LES) 8 Alir blank completed.

) 9

Calibration check completed. :
Test results u,ﬁﬁH? ) AC £2€?ﬁ§/f(zf
) 10. Air blank completed.
) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
L{ﬂﬁf 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

an iﬁgﬁ;i;%*:? ; :
SIGNATURE QJ s }qqm

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITEOUT KEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)
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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404(27)

EXEIBIT Q

ARIZONA DEPARTMENT OF HEALTH SERVICES

BTANDARD QUALITY ASSURRNCE PROCEDURES
INTOXILYZER HGDEL 50Q00=

AGENCY Tucson Police QA SPECIALIST _ Lyrir DOrz47 /@35;’)

(Print Hame}

INTOXILYZER SERIAL #(T}f};?ﬂ O0/F25 1acarion Tre 777 C

DATE_ 2/ /9 - eo . TIME_ /)20
e
{J_ Dpisplay reads "READY TO START" or "PUSH BUTTON TO START
TEST."
IC_TESTS

DVM Test check. Setting should be between .200 and
.600. Mode selection switch 82 on, Si and 353 off or
keyboard menu selection "H". Reading is a~géﬂ5 1
Display Test check. Mode sslection switch 51 on and S2
and S3 off or keyboard menu selection "V".

Printer Test check. Mode selection switch 51, 852, s3
off or Keyboard menu salection "B".

Clock time check. Mode selection switch S10 on or
kKeyboard menu selection "EM. .

Date check. Mode selection switch S11 on or keyboard
menu selecticn "E".

AR F

QPERATTIONAT, TESTS
Q Alcchol free subject Test result g. 600 AC
A Error recognition logic system functioning
%U# Invalid test printed

Prong sample recognition system

nvalid sample printed

i eficient sample printed.ds

N/A Completeness of sample purge with collection tubo*=
A Calibration standard 0. & AC
Results: 0. P76 AT = 0O.o07FFAC
Instrument operating properly and accurately. YESﬂi;O

COMMENTS:

P | =
SICNATURE _ﬁ;éE¢Z£Fﬁékﬁéétﬁnmh

Q,iﬁJﬁ?ﬁalcohml concentration standard collectad for subsegquent
analysis.#*=

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOOT EEYEOARD
*4THTE BTE? IB QNLY - REQUIRED IF THIS DEVICE IE BEING USED FOR
EAMPLE CAFTURE.

DHES/DSLS/Form Cl117({Rev.7-93)
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T
EIXHIBIT P E:ﬁkff

THEIS REFPORT PREPARED PURBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH BEHVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK FROCEDURE

Agency _Tucson Police Department Date cazﬂﬂﬂg?ﬂ Time {00

Intoxilyzer Serial#T = F5 lLocation B i B i )

QA Specialist EAC Doran  [7233/)

(Print Name)

L#ﬂﬁf 1. ©Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
"Insure that a tight seal has been made. i
Standard wvalue: 0. fﬂ AC

Lﬁﬁjﬁ 3. Turn on the simulator and allow the temperature to

: reach 34°C+.2%C,

Eﬁ{ﬁ 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C*
on keyvboard menu.

{fFA) 4. Attach simulator to the simulator entrance port on
Intoxilyzer.

it
o
]

\ﬁggﬁﬁﬁﬁ'ﬁ. Intoxilyzer 5000 display reads "READY TQO START" or

"PUSH BUTTON".
§. Push Start Test button or press enter on keyboard.
{fhgﬁf 7. Insert card in response to display.
y 8. Alr blank completed.
g. Calibration check completed.
Taest results 0. 070 ac =007 FAC -

J&lA) 10. Air blank completed.
UL 24T 11. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.
‘Lﬁgﬁf'lz- Return mode selection switech #9 to off position after
i all calibration checks are complete or type Q and enter

K on kKeyboard.
;
SIGNATURE vézﬂﬂ"{ /'Cgﬁh_

*+®WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYEOARD

DHS/DSLS/Form Cll6 (Rev.7-33)




